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Gas Chromatography/Mass Spectroscopy Instrument 

GC/MS: System # 3 

Date: 08-17-06 

Gas Chromatography 

Manufacturer: Agilent Technologies 
Model#: GC 6890A 
Serial#: 3310A48324 

Mass Spectroscopy 

Manufacturer: Agilent Technologies 
Model#: MSD 5971A 
Serial#: 3306A04519 


Tower 

Manufacturer: Agilent Technologies 
Model#: 18593B 
Serial#: 3534A43820 

Tray 

Manufacturer: Agilent Technologies 
Model#: 18596B 
Serial#: 3506A33978 
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